Twenty-four patients with suspected aortic stenosis(Group I) were evaluated noninvasively by continuous wave Doppler ultrasound before undergoing cardiac catheterization. Twenty normal subjects served as the control group (Group II). Maximal velocity measurements in the ascending aorta ranged from 3,0 to 5,8 mls (mean 4,34 ± 0.65) in Group I versus 1.0 to 1.6 m/s (mean 1.28 ± 0.16) in Group II (p < 0.001). Using the Bernoulli equation, the peak pressure gradient across the aortic valve was calculated from the maximal velocity in the Group I patients.
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Twenty-four patients with suspected aortic stenosis(Group I) were evaluated noninvasively by continuous wave Doppler ultrasound before undergoing cardiac catheterization. Twenty normal subjects served as the control group (Group II). Maximal velocity measurements in the ascending aorta ranged from 3,0 to 5,8 mls (mean 4,34 ± 0.65) in Group I versus 1.0 to 1.6 m/s (mean 1.28 ± 0.16) in Group II (p < 0.001). Using the Bernoulli equation, the peak pressure gradient across the aortic valve was calculated from the maximal velocity in the Group I patients.
The results correlated well with the peak aortic valve gradient obtained at cardiac catheterization (r = 0.79). In 20 of these 24 patients, the peak Doppler gradient was within 25% of the gradient found at cardiac catheterization. In three patients, the Doppler study underThe diagnosis of aortic stenosis and an accurate assessment of ItS hemodynamic severity may be difficult to determme solely on the basis of chmcal findings ( 1, 2) This IS especially true In elderly patients In whom the quality and location of the murmur and the character of the carotid pulse may yield misleading mforrnation (3,4) The presence of left ventricular dysfunction and the coexistence of other valvular lesions are additional factors that may cause difficulty In estimating the degree of left ventncular outflow obstruction ( 1.5) NOnInVaSIVe studies unhzm g echocardiography, phonocardiography and external carotid pulse recordings may provide useful information and can usually differentiate normal mdrviduals from those With aortic stenosrs (6-10) However. a major hrmtatron I~therr mabrhty to reliably dIStIngUISh patients WIth mild aortic stenosis from those With severe valvular obstruction (II) Doppler ultrasound IS a comparatively new nonmva srve techmque that permits the measurement of blood flow ve-estimated the gradient by slightly more than 25% but still detected the presence of significant aortic stenosis. The Doppler technique failed to detect critical aortic stenosis in only one patient. Significant overestimation of the gradient by Doppler measurement did not occur in any patient. The technique was particularly helpful in older patients in whom other noninvasive tests often yield inconclusive results.
An important but infrequent limitation of the technique is underestimation of the gradient that occurs when the angle of incidence between the ultrasound beam and aortic blood flow is too large. The findings indicate that continuous wave Doppler ultrasound provides a reliable estimate of the valvular gradient in most patients with aortic stenosis. locity withm the cardiac chambers and great vessels (12) Reports appeared recently (13, 14) 10 either the pulsed or continuous mode In the pulsed mode at depth settings of less than 9 em, the repetition frequency IS 8 62 KHz and velocities up to I 7 m1s can be measured At depth settmgs greater than 9 em, the repennon frequency IS 5 74 KHz and velocities up to I I m/s can be measured When operated 10 the continuous mode, velocities up to 6 m1s can be measured but With loss of range resolution
The Doppler output Signals mclude analog displays of the maximal and mean recorded velocmes and an amplitude Signal The maximal velocity curve IS used to measure blood flow velocity The mean velocity curve, an instantaneous weighted average of all returmng frequencies, IS used to deterrmne the direction of blood flow A positive curve mdicates flow toward the transducer and a negative curve indicates flow away from the transducer The amplitude Signal IS related to the mtensity of the reflected ultrasound beam Reflection of sound from the valves IS much stronger than that from the blood. Therefore, distinct spikes on the amplitude curve produced by openmg and closing of the valves can be obtained
The phased array Doppler system is abo equipped With a chirp-Z spectral analyzer that displays the full spectrum of Doppler shifts and provides both the direction of flow and a quannficanon of blood flow velocity An audio Signal corresponding to the frequency shifts along the sound beam I!. helpful in posiuonmg the transducer Maximal velocity measurements were made from the analog display m Patients I through 13 and from the spectral display m Patients 14 through 24
Recording procedure In performing the Doppler exarmnanon. It I!. Importantthat the angle of mcidence between the ultrasound beam and aortic blood flow be as close to zero degrees as possible Because the direction of blood flow 10 the ascending aorta may vary from patient to patient, It was usually necessary to obtain recordings from multiple transducer positions The exammanon was started With the patient in the supine position. the transducer at the suprasternal notch and the ultrasound beam directed mfenorly toward the aortic valve (Fig I, left Two-dimensional echocardiography was helpful 10 directmg the ultrasound beam toward the aortic valve and ascending aorta However. the mdependent Doppler transducer can detect weakerSignals than can the cornbmed phased array two-drmensional Doppler transducer. and results of prehmmary studies (20) show that peak velocines measured With the independent transducer are slightly higher than those measured With the combined system Therefore, all velocity measurements reported m this study were obtained With the independent Doppler transducer usmg the audio signal to obtain the maximal Doppler shift In aortic stenoSIS, the increased velocity across the aortic valve resulted 10 a clear high frequency audio Signal that was easily distmguished from the audio signal of normal aortic flow Calculation ofaortic pressure gradient Usmg a method that has been descnbed previously, the peak pressure gradient across the aortic valve was calculated from the maxirnal velocity recording by applying the formula (16)
where~P IS the pressure gradient and V IS the maximal velocity across the aortic valve in m1s The peak pressure gradient calculated by this method was compared With the peak aortic valve pressure gradient at cardiac cathetenzatIon Cardiac catheterization. Diagnostic left heart cathetenzanon was performed by the retrograde femoral artery technique The time interval between the Doppler study and cardiac cathetenzation m Group I ranged from I day to 7 weeks (median 3 days) Twenty of these 24 Group I patients underwent cathetenzauon withm 2 weeks after the Doppler ultrasound exammation Cathetenzanon m Group II was CONTINUOUS WAVE DOPPLER ULTRASOUND JACC Vol 3. No I January 1984 150--6
./ performed within 48 hours after the Doppler study All patients remained m a chnically stable condinon dunng the interval between the Doppler exarrunation and cardiac cathetenzanon The method used to measure the aortic valve pressure gradient was left to the discrenon of the physician performmg the cathetenzation In 19 patients , the aortic valve gradient was mea sured from recordings of the left ventncular pre ssure and central aortic pressure obtained dunng pullback of the catheter across the aortic valve In five patients, It was measured from simultaneous recordmgs of the left ventncular and femoral artery pressures In this latter group, simultaneous femoral artery and central aortic pressures were recorded and were equal in three patients and differed by 3 and 5 mm Hg , respectively, m two patients The peak to peak aortic valve pressure gradient was the difference between peak left ventricular systolic pressure and the peak aortic or femoral artery systolic pre ssure (Fig 2) The peak aortic valve pressure gradient was the maximal pres sure difference measured dunng systole between the left ventncle and the aorta or femoral artery
Technically adequate left ventnculograms performed in the right anterior oblique projection were available in 20 of the 24 Group I patients with suspected aortic stenosis The ejection fraction m thes e patients ranged from 46 to 81% 
Results
Maximal blood flow velocity. In the 20 control subje cts (Group II), maximal blood flow velocity 10 the ascend109 aorta was recorded equally well from the suprasternal notch and cardiac apex In the 24 patients with suspected aortic stenosis (Group I), the transducer pOSItIOn from which the highest velocities were recorded vaned considerably (Table  I ) In 14 patients, turmng the patient to the nght lateral decubitus position and placing the transducer along the upper nght sternal border yielded the highe st recorded velocines In the rernammg patients, the maximal velocity was best recorded from the lower left sternal border 10 five patients, cardiac apex in three panents and suprasternal notch 10 two patients Maximal velocity 10 the control group ranged from I 0 to I 6 m/s (mean I 28 ± 0 16) compared WIth 3 0 to 5 8 m/s (mean 4 34 ± 0 65) m the group WIth aortic stenosis (probability [p] < 0 00 I )
In those patients WIth suspected aortic stenosis, the maximal velocit y measurements were used to calculate the peak aortic pressure gradient Representative Doppler studies WIth the tran sducer at the second nght intercostal space and cardrac apex are Illustrated 10 FIgures 3 and 4 Aortic valve gradient. Aortic valve gradients calculated by Doppler study and tho se mea sured at cardiac catheterrzanon are listed 10 Table 1 The average peak systolic gradient obtained at cardiac cathetenzanon was 91 ± 27 mm Hg compared WIth a peak to peak gradient of 69 ± 22 mm Hg (p < 0 001) There was a good correlation between peak aortic valve gradients obtained by continuous wave Doppler and those measured at cardiac cathetenzanon (FIg 5) (r = 0 79) In 20 of the 24 Group I patients, the peak gradient calculated from the Doppler study was withm 25 % of the peak gradient found at cardiac cathetenzanon In three patient s (Cases 13, 14. 21) the Doppler study underesnmated the gradient by slightly more than 25% but was stili able to detect the presence of significant aortic stenosis The Doppl er technique failed to detect the presence of significant valvular stenosis 10 only one patient (Case 6) In Patient s 6 and 13, the clear high frequenc y audio SIgnal charactensnc of aortic stenosis could not be recorded despite the use of multiple tran sducer positions Man y low frequenc y sounds were present mdicatmg that the angle between the ultrasound beam and the aortic jet was not small enough to obtain the maximal Doppler shift, thereby underestimating the severity of obstruction. In no case did the Doppler technique result in a calculated gradient significantly greater than that found at cardiac catheterization. assessment of patients with suspected aortic stenosis. In the groups we studied, maximal velocity measurements recorded from the ascending aorta were useful to distinguish patients with aortic stenosis from normal subjects. The peak 
Discussion
Value of Doppler recording in assessment of aortic stenosis. The use of continuous wave Doppler ultrasound to measure valvular gradients was first reported in 1976 by Holen et al. (15) . They demonstrated that the pressure gradient across a stenotic valve could be determined noninvasively using velocity measurements obtained by Doppler ultrasound techniques. Subsequent studies by Hatle et al. (16) verified these observations in mitral stenosis and extended them to include patients with aortic stenosis (17). By applying a formula based on Bernoulli's principle, these investigators were able to measure the pressure gradient in patients with valvular obstruction.
The present study provides additional evidence that Doppler ultrasound is a valuable noninvasive technique in the compared with the peak gradient recorded at cardiac cathetenzation (Fig 2) This measurement, which represents the maximal systolic pressure difference between the left ventncle and the aorta, IS generally higher than the peak to peak gradient commonly recorded at cardiac cathetenzatron In those patients With suspected aortic stenosis, the peak pressure gradient calculated from maximal velocity measurements correlated well With the findings at cardiac cathetenzanon In four patients, the gradient was substantially underestimated Doppler ultrasound failed to detect the presence of Significant aortic stenosis In only one patient Causes of inaccurate Doppler studies. Underestimation of the aortic valve gradient results from failure to obtain a small enough angle of incidence between the ultrasound beam and aortic blood flow For example, an angle of incidence of 20°Will underestimate the maximal velocity by 6%, which IS a relatively small error However. the pressure gradient IS calculated by squanng the maximal velocity and, therefore, errors In angulation become magnified and may lead to Significant underesnmation Despite this, no attempt was made to correct for the angle of metdence Even when the two-dimensional echocardiograrn shows the ultrasound beam to be parallel to the ascending aorta, the best Doppler Signal may not be obtained This IS because the main Jet of blood that flows through the stenotic valve may not be In a plane parallel to the ascending aorta or may be antenor or postenor to the ultrasound beam Other factors that may preclude obtaining a satisfactory study Include poor penetration of the ultrasound beam due to Interposed lung tissue and an unusual chest wall configuration Significant overesumation of the aortic valve gradient did not occur III any of our patients, results Similar to those of Hatle et al (17) Only 4 of 24 patients were found to have a greater peak gradient on Doppler study than found at the time of cardiac cathetenzation and these were minimal differences, ranging from 1 to 11 mm Hg Because the studies were not performed simultaneously, small differences In stroke volume may account for these discrepancies Doppler studies in the elderly. Many of the noninvasive tests used In the diagnosis of aortic stenosis are less reliable In the elderly (3) In this group of patients, the charactenstic slow rate of nse of the carotid upstroke may be masked by the Widened pulse pressure that occur" as a result of decreased vascular compliance (4) Evaluation by M-mode (21) or two-dimensional (9) 
